Elastics, as highlighted by Case et al,[@b1-ccide-10-211] have long been used in orthodontics. According to Wang et al,[@b2-ccide-10-211] from a cost perspective, elastics are relatively cheap and can be easily removed and installed by patients.

Alavi and Monoghan[@b3-ccide-10-211] stated that natural latex is an isoprene polymer consisting mainly of heavy molecules and small quantities of protein and fatty acids. Although natural latex is nonallergenic, it possesses weak mechanical properties which require reinforcement. One additive used to improve the mechanical properties of latex is ammonia, despite the fact that its addition produces allergens. Another process, vulcanization, which involves the addition of accelerants and antioxidants, also generates allergens.[@b3-ccide-10-211]

According to the American Dental Association Council on Scientific Affairs, approximately 0.12%--6% of the general population and 6.2% of dental health professionals are hypersensitive to latex. According to Russell et al,[@b4-ccide-10-211] the effects of hypersensitivity vary from dermatitis to anaphylactic shock.

Since the early 1990s, nonlatex elastics have been synthesized for patients who are allergic to latex. However, latex and nonlatex elastics posses contrasting mechanical properties in clinical use, specifically in terms of their initial force and force degradation, which thus merit further investigation. Russel at al[@b4-ccide-10-211] previously compared the properties of latex and nonlatex elastics and reported the different mechanical properties of the 2 according to the material and manufacturing processes.

Kersey et al[@b5-ccide-10-211] evaluated the initial force and force degradation of 4 different nonlatex elastic brands over 24 hours and found that with equal traction force, the initial force generated by the various brands differed significantly. In addition, Kersey et al[@b5-ccide-10-211] also reported that elastics lost 50% of their initial force within 24 hours of the postdynamic test.

López et al,[@b6-ccide-10-211] conducted a study on latex and nonlatex elastics under wet conditions, which resulted in greater force degradation in the nonlatex elastics than latex elastics.[@b6-ccide-10-211] Although, to date, studies on latex elastics have been widely conducted, those on nonlatex elastics remain limited with controversial results, mainly due to the varying experimental methods applied within different studies.

Materials and methods
=====================

This study was a laboratory experimental research using medium-force latex and nonlatex orthodontic elastics of size 1/4 inches and 3/16 inches from American Orthodontics (AO) and Ortho Technology (OT). Sampling size was determined using a Lemeshow formula and totaled 110 samples, which were divided into 11 groups according to brand, size, and elastic material. Meanwhile, Fourier-Transform Infrared Spectroscopy (FTIR) (Thermo Nicolet Nexus 670, Thermo Fisher Scientific, Waltham, MA, USA) and energy-dispersive X-ray (EDX) (AMETEK, EDAX, Mahwah, NJ, USA) analyses were carried out at the Laboratory of FTI Institut Teknologi Sepuluh Nopember, Surabaya, Indonesia.

Data collection was performed using a Tension gauge/ Dontrix gauge, which measured the tensile force of the elastics when stretched diagonally between its 2 pins with 30 mm extension and 20° angulation. The initial force of the elastics was measured in grams. The elastics were then submerged in a plastic container containing artificial saliva (pH 6.7) and incubated at 37°C for 48 hours. After that period had elapsed, the tensile force of the elastics was measured repeatedly by removing them from one of the pins with mosquito pliers and then pulling them back to their original position to embrace both pins. At the end of 1 hour of stretching, the tensile force of the elastics was then read on the scale of the gauge. Consecutive measurements were taken after 1, 3, 6, 12, 24, and 48 hours using exactly the same method.

Results
=======

The changes in the tensile force averages and standard deviations for both latex and nonlatex elastics over time are shown in [Figure 1](#f1-ccide-10-211){ref-type="fig"} and [Table 1](#t1-ccide-10-211){ref-type="table"}.

Based on the calculated average values in [Figure 1](#f1-ccide-10-211){ref-type="fig"} and [Table 1](#t1-ccide-10-211){ref-type="table"}, Shapiro--Wilk tests were used to check the normal distribution of data. The Shapiro--Wilk tests showed that the data in every group was not normally distributed (*P*\<0.05). Consequently, a Wilcoxon singed-rank test was utilized to check the differences between time intervals within each group, as shown in [Tables 2](#t2-ccide-10-211){ref-type="table"}[](#t3-ccide-10-211){ref-type="table"}[](#t4-ccide-10-211){ref-type="table"}--[5](#t5-ccide-10-211){ref-type="table"}.

The Wilcoxon Signed-Rank results in [Table 2](#t2-ccide-10-211){ref-type="table"} show there were statistically significant differences in tensile force changes for the AO latex 1/4 inch (AO L 1/4) group between 0--1, 1--3, 3--6 and 6--12 hours (*P*\<0.05), but not for the 12--24 and 24--48 hours immersion intervals (*P*\>0.05). Significant changes in tensile forces were also exhibited by the AO L 1/4 orange, AO L 1/4 green, and AO L 1/4 pink groups for 5 consecutive intervals (*P*\<0.05). However, for the 24--48 hours intervals, these groups showed *P*-values \>0.05, indicating that no significant changes were found during this time period.

OT latex 1/4 inch (OT L 1/4) group ([Table 3](#t3-ccide-10-211){ref-type="table"}) showed statistically significant differences in tensile force changes during the first 24 hours (*P*\<0.05): 0.008 during 0--1 hour and 0.002 during 1--3, 3--6, 6--12, and 12--24 hours. During the 24--48 hours interval, no significant change was found (*P*\>0.05) within the same group.

As can be seen in [Table 4](#t4-ccide-10-211){ref-type="table"}, statistical analysis revealed significant changes in tensile forces (*P*\<0.05) for 5 consecutive intervals for the AO latex 3/6 inch (AO L 3/16) group and AO nonlatex 3/6 inch (AO NL 3/16). Nevertheless, for the 24--48 hours interval, there were no significant changes exhibited by either group (*P*\>0.05).

The OT latex 3/16 inch (OT L 3/16) group showed statistically significant changes during the 0--1, 1--3, 3--6, and 12--24 hours intervals with respective *P*-values of 0.011, 0.020, 0.019, and 0.005 ([Table 5](#t5-ccide-10-211){ref-type="table"}). For the 6--12 and 12--24 hours intervals, statistical analysis revealed no significant changes since *P*-values were found to be 0.063 and 1.000, respectively. On the contrary, the OT nonlatex 3/16 inch (OT NL 3/16) group only showed significant changes for the 0--1 and 6--12 hours intervals with the same *P*-values of 0.004, while no significant changes were obtained for the other intervals (1--3, 3--6, 12--24, and 24--48 hours).

A comparison of the reduction in tensile forces over time (force degradation) for latex and nonlatex elastics are shown in [Figures 2](#f2-ccide-10-211){ref-type="fig"}[](#f3-ccide-10-211){ref-type="fig"}[](#f4-ccide-10-211){ref-type="fig"}--[5](#f5-ccide-10-211){ref-type="fig"}.

[Figure 2](#f2-ccide-10-211){ref-type="fig"} above depicts the force degradation trend of the AO L 1/4 group and AO NL 1/4 group over time. The AO L 1/4 graph shows a declining trend of tensile force for the first 12 hours, yet an almost flat trend for the 12--48 hours interval as the changes in tensile force after 12 hours time were found to be not significant (*P*\>0.05). Although the same pattern can be seen for the AO NL 1/4 group, in which the graph appears to be continuously declining within the 12 hours period, unlike the AO L 1/4 group the force degradation during 12--24 hours interval for AO NL 1/4 shows a steep decline before becoming stable during the 24--48 hours interval.

The graphs in [Figure 3](#f3-ccide-10-211){ref-type="fig"} compare the force degradation of OT L 1/4 and OT NL 1/4. Both graphs contain a steeply declining gradient during the first 24 hours (significant force degradations) before leveling off between 24 and 48 hours (nonsignificant force degradations).

In [Figures 4](#f4-ccide-10-211){ref-type="fig"} and [5](#f5-ccide-10-211){ref-type="fig"}, the trend for AO L 3/16, AO NL 3/16, OT L 3/16, and OT NL 3/16 graphs shows a similar pattern: a steep reduction in tensile force during the first 24 hours, followed by a small force reduction toward 48 hours for OT NL 3/16 (*P*=0.317) or no reduction for the other graphs (*P*=1.000).

Results of the FTIR analysis showed the composition and functional structure of the latex and nonlatex elastic bands. OT nonlatex has vinyl ether bonds with a peak 1,013.52 wavelength, while OT latex has alkene bonds with a peak of 697.00 wavelength ([Figures 6](#f6-ccide-10-211){ref-type="fig"} and [7](#f7-ccide-10-211){ref-type="fig"}). AO latex has halo compound bonds with a peak 841.32 wavelength, while AO nonlatex has alkene bonds with a peak 841.32 wavelength ([Figures 8](#f8-ccide-10-211){ref-type="fig"} and [9](#f9-ccide-10-211){ref-type="fig"}).

EDX results on nonlatex elastic band OT showed higher C element 58.78 and O element 25.51, while nonlatex elastic band AO higher C element 55.62 and O element 44.38 ([Figures 10](#f10-ccide-10-211){ref-type="fig"} and [11](#f11-ccide-10-211){ref-type="fig"}).

EDX results on latex elastic band OT showed higher C element 48.93 and O element 31.23, while latex elastic band AO higher Al element 53.25 and O element 26.13 ([Figures 12](#f12-ccide-10-211){ref-type="fig"} and [13](#f13-ccide-10-211){ref-type="fig"}).

Discussion
==========

Tooth movement that occurs in orthodontics is the result of the forces applied. The use of both intraoral and extraoral elastics in orthodontics has produced significant results. The use of elastics along with effective cooperation from the patients can correct anteroposterior or vertical discrepancies.[@b7-ccide-10-211],[@b8-ccide-10-211]

Force degradation is a major problem affecting the clinical use of latex or nonlatex elastics. Continuous loss of tensile force over time makes it difficult for clinicians to determine the actual force applied to the teeth, despite such applications being expected to generate constant and optimal tension for a specified time period. In this study, force degradation of latex and nonlatex elastics was investigated to aid in its clinical use.[@b7-ccide-10-211],[@b9-ccide-10-211]

Similar to a study conducted by López et al,[@b6-ccide-10-211] this research was an in vitro investigation involving an artificially fabricated environment simulating the oral environment. Elastics were submerged in an artificial saliva medium of pH 6.7 and incubated at 37°C.[@b6-ccide-10-211]

The samples in this study utilized two different elastic brands: AO and OT. The decision to use more than 1 elastic brand was based on their different formulations and manufacturing processes. Thus, the results of this research can provide additional information for elastic users.

This study measured tensile forces generated by the elastics at 1, 3, 6, 12, 24, and 48 hours of stretching. In several previous studies, the first 3 periods (1, 3, and 6 hours) were reported as representing the greatest loss of tensile force. A number of investigations found that the largest force reduction occurred between 3 and 5 hours of stretching, while others asserted that it occurred within the first 1 hour.[@b2-ccide-10-211],[@b10-ccide-10-211],[@b11-ccide-10-211] Three other subsequent periods (12, 24, and 48 hours) showed a much slower rate of force degradation.[@b2-ccide-10-211],[@b6-ccide-10-211] In several studies, including one conducted by Pithon et al, a 24-hour period was chosen since it generally constituted the time for elastic users to replace their elastics, while a 12-hour period represented the median time between initial use and replacement.[@b14-ccide-10-211]

Results gathered form this study showed that almost all types of latex and nonlatex elastics experienced force degradation at all time intervals (0--1, 1--3, 3--6, 6--12, 12--24, and 24--48 hours) when compared to their initial forces. These results are consistent with those of other studies by Alavi and Monoghan.[@b3-ccide-10-211] A study conducted by López et al[@b6-ccide-10-211] on 1/4 inch medium-force latex and nonlatex elastics from GAC and Lancer at 5 seconds and 8- and 24-hour periods after immersion in artificial saliva showed that force degradation was significant at 8 and 24 hours for GAC latex, GAC nonlatex, and Lancer latex, yet not significant for Lancer nonlatex. Alavi and Monoghan[@b3-ccide-10-211] in their study explained that the force degradation for nonlatex elastics from Forestadent (Pforzheim, Germany), Dentaurum (Ispringen, Germany) and OT was statistically significant for the first 1 hour (4%--7.5%) and reached 19%--38% at the 24-hour point. Similarly, Gioka et al,[@b11-ccide-10-211] who studied latex elastics, found 25% force degradation within a 24-hour period.[@b3-ccide-10-211]

In this study, the significance of force degradation between 3 and 48 hours varied. At 3 hours of stretching, OT NL 3/16 did not show significant reduction in tensile force, as was also the case with OT NL 1/4 and OT NL 3/16 at 6 hours of stretching, OT L 3/16 and OT NL 1/4 at 12 hours of stretching, and AO L 1/4 and OT NL 3/16 after 24 hours of stretching. Insignificant reduction in tensile force indicated relatively stable tension was produced by the elastics within the time period. The observed variations between groups may have been influenced by the different elastic brands used and the lumen diameter sizes.

In keeping with Wang et al,[@b2-ccide-10-211] during the 24 hours after stretching, all groups exhibited very low force reduction as shown by the nonsignificant force degradations (0%--1%) during 24--48 hours interval. Liu et al[@b12-ccide-10-211] stated that structural changes of the elastics after repeated stretching are not cumulative. Therefore, after a certain period of time, the tensile force of the elastics will be stable despite increased repeated stretching. Another study by Bishara[@b13-ccide-10-211] even suggests that elastics not be replaced frequently as, after an initial large application of tensile force, the remaining force remains constant over time. Nevertheless, for reasons of hygiene, elastics are to be replaced after 24 hours as they also tend to break due to activities in the mouth.[@b12-ccide-10-211],[@b13-ccide-10-211]

Comparisons between latex and nonlatex elastics showed significant differences. AO L 1/4 and AO NL 1/4 showed force degradation of 9.1% and 8.3% at the 0--1 hour interval, 12.5% and 9.1% at the 1--3 hours interval, 14.3% and 10.0% at the 3--6-hour interval, 16.7% and 11.1% at the 6--12 hours interval, and 2% and 0% at the 24--48 hours interval. The same pattern was observed for the OT brand, in which force degradation of latex elastics at all intervals were greater than nonlatex elastics. These results are comparable to a previous in vivo study of Pithon et al[@b14-ccide-10-211] in which latex and nonlatex elastics 1/8, 1/4, and 5/16 inches in diameter were placed intermaxillary and observed at 0, 12, and 24 hours for stretching. Pithon et al[@b14-ccide-10-211] reported that nonlatex elastics 1/4 and 5/16 inches in size were able to maintain initial force for between 0 and 12 hours, implying the changes in the tensile force of the elastics were relatively small for the time period. Conflicting results were found by Russel et al[@b4-ccide-10-211] and López et al,[@b6-ccide-10-211] showing greater force degradation for nonlatex elastics than latex elastics. These differences may due to the different brands of elastics used, methods, and research environments of the studies. On the other hand, according to Kersey et al, there was no a significant difference between latex and nonlatex elastics during static testing, yet a significant difference was found during dynamic testing.[@b5-ccide-10-211]

Force degradation of latex and nonlatex elastics is multifactoral. One of the factors, as stated by Case et al,[@b1-ccide-10-211] is fluid absorption during the period of immersion. Elastics in this study were extended to 30 mm in accordance with the study of Bales et al.[@b15-ccide-10-211] It was stated that the normal range of retraction distance during clinical use in the mouth is between 20 and 40 mm. Other studies proposed a retraction distance corresponding to the force index (Kersey et al[@b5-ccide-10-211]; Russell et al[@b4-ccide-10-211]). However, as concluded by Kersey et al,[@b5-ccide-10-211] force index does not represent the actual tensile force of the elastics. Russel et al[@b4-ccide-10-211] observed that the initial forces of elastics stretched according to the force index was greater than those specified by the manufacturers as seen in this study. For AO L 1/4 and AO L 3/16, the measured initial forces were 249 and 274.9 g, respectively, despite the force index listed on the package being 125 g. For OT L 1/4 and OT L 3/16, the measured initial forces were 120 and 151 g higher than the given force index of 128 g. Correspondingly, for AO and OT nonlatex elastics, a similar pattern applied.

Information on elastic force degradation is very important for users as it will give an objective evaluation in determining the appropriate type of elastic and duration of use necessary for optimal results. Furthermore, this information is also useful for manufacturers to include data regarding the force degradation of their respective elastics in their packaging.

Conclusion
==========

Significant force degradations were observed in medium-force 1/4 and 3/6 inch latex and nonlatex elastics between 0 and 12 hours after 30 mm extension at 20°, yet no significant force degradations were observed between 24 and 48 hours. Force degradations of medium-force 1/4 and 3/16 inch latex elastics between 0 and 24 hours were higher than those of nonlatex elastics; yet between 24 and 48 hours, force degradations were shown to be the opposite. Generally, as time increases, the tensile force of the elastics decreases. Both latex and nonlatex elastics showed a similar degradation trend of tensile force, except that for latex elastics insignificant reductions were observed in the 12--48 hours period, while for the nonlatex variety these occurred during the 24--48 hours period.
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![Average and SD of latex and nonlatex elastics tensile force 0--6 hours.\
**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex; OT, Ortho Technology.](ccide-10-211Fig1){#f1-ccide-10-211}

![Force degradation trend for 1/4 inch AO latex and nonlatex elastics over time.\
**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex.](ccide-10-211Fig2){#f2-ccide-10-211}

![Force degradation trend for 1/4 inch OT latex and nonlatex elastics over time.\
**Abbreviations:** L, latex; NL, nonlatex; OT, Ortho Technology.](ccide-10-211Fig3){#f3-ccide-10-211}

![Force degradation trend for 3/16 inch AO latex and nonlatex elastics over time.\
**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex.](ccide-10-211Fig4){#f4-ccide-10-211}

![Force degradation trend for 3/16 inch OT latex and nonlatex elastics over time.\
**Abbreviations:** L, latex; NL, nonlatex; OT, Ortho Technology.](ccide-10-211Fig5){#f5-ccide-10-211}

![Results of the FTIR analysis on OT nonlatex elastic band.\
**Abbreviations:** FTIR, Fourier-Transform Infrared Spectroscopy; OT, Ortho Technology.](ccide-10-211Fig6){#f6-ccide-10-211}

![Results of the FTIR analysis on OT latex elastic band.\
**Abbreviations:** FTIR, Fourier-Transform Infrared Spectroscopy; OT, Ortho Technology.](ccide-10-211Fig7){#f7-ccide-10-211}

![Results of the FTIR analysis on AO latex elastic band.\
**Abbreviations:** AO, American Orthodontics; FTIR, Fourier-Transform Infrared Spectroscopy.](ccide-10-211Fig8){#f8-ccide-10-211}

![Results of the FTIR analysis on AO nonlatex elastic band.\
**Abbreviations:** AO, American Orthodontics; FTIR, Fourier-Transform Infrared Spectroscopy.](ccide-10-211Fig9){#f9-ccide-10-211}

![Results of the EDX analysis on OT nonlatex elastic band.\
**Abbreviations:** EDX, energy-dispersive X-ray; OT, Ortho Technology; KCnt, thermal conductivity carbon nano tubes.](ccide-10-211Fig10){#f10-ccide-10-211}

![Results of the EDX analysis on AO nonlatex elastic band.\
**Abbreviations:** AO, American Orthodontics; EDX, energy-dispersive X-ray; KCnt, thermal conductivity carbon nano tubes.](ccide-10-211Fig11){#f11-ccide-10-211}

![Results of the EDX analysis on OT latex elastic band.\
**Abbreviations:** EDX, energy-dispersive X-ray; OT, Ortho Technology; KCnt, thermal conductivity carbon nano tubes.](ccide-10-211Fig12){#f12-ccide-10-211}

![Results of the EDX analysis on AO latex elastic band.\
**Abbreviations:** AO, American Orthodontics; EDX, energy-dispersive X-ray; KCnt, thermal conductivity carbon nano tubes.](ccide-10-211Fig13){#f13-ccide-10-211}

###### 

Average and SD of latex and nonlatex elastics tensile forces 12--48 hours

  Group             Tensile force average (g)                                              
  ----------------- --------------------------- -------- ------- -------- ------- -------- -------
  AO L 1/4          10                          141.75   13.36   141.75   13.36   138.91   8.96
  AO L 3/16         10                          161.53   13.80   132.79   13.38   132.79   13.38
  OT L 1/4          10                          133.28   13.63   110.56   8.96    107.73   11.95
  OT L 3/16         10                          164.43   11.95   136.08   11.95   136.08   11.95
  OT NL 1/4         10                          99.22    0.00    85.05    0.00    85.05    0.00
  OT NL 3/16        10                          155.92   0.00    141.75   0.00    141.75   0.00
  AO NL 1/4         10                          113.40   0.00    85.05    0.00    85.05    0.00
  AO NL 3/16        10                          141.75   0.00    113.40   0.00    113.40   0.00
  AO L orange 1/4   10                          124.73   17.42   102.06   17.42   102.06   17.42
  AO L green 1/4    10                          137.91   39.97   103.47   15.01   102.06   13.02
  AO L pink 1/4     10                          124.72   20.92   123.31   17.74   121.89   15.24

**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex; OT, Ortho Technology.

###### 

Level of significance for 1/4 inch AO latex and nonlatex elastics at different time intervals

  Group             Intervals                                                                                                                                                                                                                                                           
  ----------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- ---------------------------------------------------
  AO L 1/4          0.005[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   1.000[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.317[a](#tfn2-ccide-10-211){ref-type="table-fn"}
  AO L 1/4 orange   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   1.000
  AO L 1/4 pink     0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   1.000
  AO NL 1/4 green   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.004[a](#tfn2-ccide-10-211){ref-type="table-fn"}   0.317[a](#tfn2-ccide-10-211){ref-type="table-fn"}

**Note:**

Statistically significant.

**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex.

###### 

Level of significance for 1/4 inch OT latex and nonlatex elastics at different time intervals

  Group       Intervals                                                                                                                                                                                                                                                           
  ----------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- ---------------------------------------------------
  OT L 1/4    0.008[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn4-ccide-10-211){ref-type="table-fn"}   1.000
  OT NL 1/4   0.010[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.007[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.041[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.158                                               0.007[a](#tfn4-ccide-10-211){ref-type="table-fn"}   0.317[a](#tfn4-ccide-10-211){ref-type="table-fn"}

**Note:**

Statistically significant.

**Abbreviations:** L, latex; NL, nonlatex; OT, Ortho Technology.

###### 

Level of significance for 3/16 inch AO latex and nonlatex elastics at different time intervals

  Group        Intervals                                                                                                                                                                                                                                                           
  ------------ --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- -------
  AO L 3/16    0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.004[a](#tfn6-ccide-10-211){ref-type="table-fn"}   1.000
  AO NL 3/16   0.003[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.002[a](#tfn6-ccide-10-211){ref-type="table-fn"}   0.004[a](#tfn6-ccide-10-211){ref-type="table-fn"}   1.000

**Note:**

Statistically significant.

**Abbreviations:** AO, American Orthodontics; L, latex; NL, nonlatex.

###### 

Level of significance for 3/16 inch OT latex and nonlatex elastics at different time intervals

  Group        Intervals                                                                                                                                                                                                                                                           
  ------------ --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- --------------------------------------------------- -------
  OT L 3/16    0.011[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.020[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.019[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.063[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.005[a](#tfn8-ccide-10-211){ref-type="table-fn"}   1.000
  OT NL 3/16   0.004[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.059                                               0.219                                               0.004[a](#tfn8-ccide-10-211){ref-type="table-fn"}   0.317                                               0.317

**Note:**

Statistically significant.

**Abbreviations:** L, latex; NL, nonlatex; OT, Ortho Technology.
